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ABSTRACT 

Potentially precancerous polyps detected with CT colonography (CTC) need to be removed subsequently, using 
an optical colonoscope (OC). Due to large colonic deformations induced by the colonoscope, even very experienced 
colonoscopists find it difficult to pinpoint the exact location of the colonoscope tip in relation to polyps reported 
on CTC. This can cause unduly prolonged OC examinations that are stressful for the patient, colonoscopist and 
supporting staff. 

We developed a method, based on monocular 3D reconstruction from OC images, that automatically matches 
polyps observed in OC with polyps reported on prior CTC. A matching cost is computed, using rigid point-based 
registration between surface point clouds extracted from both modalities. A 3D printed and painted phantom 
of a 25 cm long transverse colon segment was used to validate the method on two medium sized polyps. Results 
indicate that the matching cost is smaller at the correct corresponding polyp between OC and CTC: the value 
is 3.9 times higher at the incorrect polyp, comparing the correct match between polyps to the incorrect match. 
Furthermore, we evaluate the matching of the reconstructed polyp from OC with other colonic endoluminal 
surface structures such as haustral folds and show that there is a minimum at the correct polyp from CTC. 

Automated matching between polyps observed at OC and prior CTC would facilitate the biopsy or removal of 
true-positive pathology or exclusion of false-positive CTC findings, and would reduce colonoscopy false-negative 
(missed) polyps. Ultimately, such a method might reduce healthcare costs, patient inconvenience and discomfort. 

Keywords: optical colonoscopy, virtual colonoscopy, CT colonography, 3D reconstruction, registration, computer- 
aided diagnosis and interventions 


1. INTRODUCTION 


Detection of potentially precancerous polyps and cancers using CT colonography (CTC) is only the first step of 
patient treatment. Once a suspected polyp has been detected using CTC, the patient must undergo subsequent 
optical colonoscopy (OC) to enable polypectomy - surgical removal of the polyp. However, CTC can suffer from 
false-positive polyps reported by radiologists during its interpretation and such polyps will not be found during 
subsequent OC. Therefore a polyp seen at CTC may not be seen at subsequent colonoscopy for either of two 
reasons: 1.) a polyp is not actually present, i.e. a false-positive CTC diagnosis; 2.) a polyp is present, but the 
colonoscopist cannot find it. 


In present clinical practice, the colonoscopist does not know which of these two circumstances apply when a 
polyp reported on CTC cannot be found during subsequent OC. Previous studies of back-to-back OC indicate 
that the miss-rates for 10 mm adenomas or larger is approximately 6% 12|. Due to deformations induced by 
the colonoscope, variable colon lengths and differences in haustration, even very experienced colonoscopists find 
it difficult to pinpoint the precise location of the endoscope tip during the examination. This makes it hard to 
relate the colonoscopic video to the radiological findings from CTC. This problem can cause unduly prolonged 
OC examinations that are stressful for the patient, colonoscopist and supporting staff. 

In this study, we performed a phantom study that investigated the feasibility of automatically matching 
polyps and other abnormalities perceived during OC with polyps reported on prior CTC. 
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1.1 Related work 

Hong et al. Q propose an algorithm that detects the edges of haustral folds using a single OC image. They 
extract rings of fold contours by fitting Bezier curves. These contours are then used to reconstruct a virtual 
3D representation of a colonic segment, using a reverse-projecting of the 2D fold contours into 3D space, as 
described in their previous work (6|. They propose to use this method for estimating how much area of the 
colonic surface mucosa a colonoscopist has observed during OC. However, their method relies on the assumption 
that the diameter of fold contours and the colon does not change in the segment observed in a single OC image. 
Therefore, a simple reverse-projection of the fold contours will give a reasonable estimate of the fold position in 
3D - an assumption certainly not true for the entirety of the colon observed in colonoscopy. 

Liu et al. @ describe a purely computer-vision based method for tracking the motion of an colonoscope 
in relation to virtual colonoscopy. After manual initialization between the virtual view in VC and the current 
location of the colonoscope tip, they estimate the motion of the colonoscope using an optical-flow-based method 
that ignores non-informative (blurry) image frames Their exclusive use of vision-based information avoids 
the usage of any external tracking sensors such as electromagnetic tracking. However, Liu et al. Q describe 
certain limitations of their current method: it relies on good manual initialization between the first OC frame 
to be tracked and the VC view. A good initialization is mainly achieved by using colonic regions with clear 
landmarks such as polyps that need to be linked by experts in both OC and VC. Otherwise, their optical flow 
algorithm relies on the fold structures of the colon which can be misleading due to is tubular structure and 
repeating fold shapes Q. Furthermore, the colon is highly flexible in the sigmoid and transverse colon and here, 
Liu et al. @ describe problems when tracking the colonoscope due the large deformations and “sharp turns” of 
the colonoscope when it passes these regions. A continuous tracking of the colonoscope using optical flow proved 
very challenging in these regions of the colon and therefore several re-initializations of the method would need 
to take place. Therefore, more automated methods of initialization between the optical and colonoscopic images 
would need to be implemented in order to make this method work in clinical practice. 

The work presented here was motivated by this issue of providing the means of automated initialization be¬ 
tween OC and VC images. Previous work in optical colonoscopy exists on camera motion estimation (potentially 
usable for 3D reconstruction) Bin and sparse 3D reconstruction [3, in, but no attempt has been made to 
use that information in order to match with VC. Furthermore, it is likely that a sparse 3D reconstruction will 
not deliver the required detail to accurately match to VC data. 

2. METHODS 

Recent advances in computer vision (CV) enable us to compute dense 3D structural information from 2D camera 
images. Structure-from-motion approaches for 3D reconstruction use the perspective shift between camera images 
observing the same three-dimensional scene. After pre-calibration of the camera, different viewpoints of the same 
structure allow the triangulation of 3D points of the corresponding projections of these points in the camera 
images if the relative translation and rotation of the cameras are known [^. Figure [1] illustrates the reconstruction 
process of the 3D shape of a polyp using three colonoscopy camera images, showing the same polyp from different 
viewing angles. Automatic matching between the different images allows the 3D reconstruction of the polyp’s 
shape and the camera’s current location with respect to the polyp. The real shape of the polyp can then be 
reconstructed by triangulation between its surface points in 3D space and the camera locations. 
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Figure 1. 3D reconstruction of an abnormal polyp from three colonoscopy images. 


2.1 Dense 3D reconstruction 

We used a dense 3D reconstruction algorithm (specifically developed for narrow-baseline applications) based on 
an open-source implementation by Paalanen et al. 0 that uses the plane-sweep approach proposed by Collins 
0 (Figure [2] illustrates the principles of the plane-sweep approach). This approach has the advantage that it 
is parallelizable and can therefore be used to reconstruct surfaces qmckly from multiple camera views using 
commodity graphics hardware as introduced by Yang and Pollefeys [16j. The plane-sweep approach assumes a 
plane in 3D space onto which OC images can be back-projected. Corresponding points from the same objects in 
the colonoscopic scene can then be back-projected onto the same plane in 3D. This can be measured by defining 
a matching cost Ci^^y) at each pixel {x,y) that measures the dissimilarity of the back-projected points. This 
cost is computed for each pixel in the images at several depths as in 
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Ny is the number of views and li are the gray images at each view f as in 11|. 

The resulting reconstructed pixel depths are the ones minimizing the dissimilarity cost across all planes 11|. 
We ignore specular reflections when tracking the motion of the OC camera by detecting areas of high intensity 
in the OC images using thresholding. 


2.2 Point set registration 

After dense 3D reconstruction of the endoscopic scene, we use the rigid version of Coherent Point Drift (CPD). 
CPD is a point set registration algorithm, that allows us to match the polyp point clouds reconstructed from OC 
to the targeted polyp surfaces as extracted from CTC. CPD uses the L2 norm between the two sets of points 






Figure 2. Plane-sweep approach used for multi-view 3D reconstruction. The 3D space is discretized into several parallel 
planes. This method allows us to measure the dissimilarity of back-projected points (pixels) at these planes [2l. 11611 . 


and probabilistic methods with Gaussian mixture models 0 in order to minimize a squared distance between 
both point sets: 
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where x and y are the target and source point sets and N, M are the number of target and source points, 
respectively. D is the dimensionality of the points - 3 in this case. 


3. EXPERIMENTAL EVALUATION 
3.1 Colon phantom generation 

A colon phantom was produced using 3D printing (MakerBot) from a stereolithography model generated from 
real CTC data of a 25 cm long section of transverse colon with two polyps (8 mm and 15 mm diameter). The colon 
was printed in two halves such that blood vessels and colon mucosa could be painted on the inside of the model 
in order to mimic the visual features of colonic mucosa. Figure shows the underlying 3D stereolithography 
model that was used for printing one of the two sides of the colon. After painting (see Fig. a, both halves were 
assembled to form a closed colon model into which an endoscope could be inserted. 



Figure 3. Underlying 3D stereolithography model for 3D-printing a colon phantom. 





3.2 Endoscopic video acquisition and 3D reconstruction 

We used one video channel (as with a standard monocular colonoscope) of a VIKING laparoscope with 1920x539 
resolution and recorded a short sweep motion of the camera around the 15 mm polyp as the input sequence to 
the 3D reconstruction algorithm. For 3D reconstruction in OC, we used only the upper field of the interlaced 
video and all video frames were resized to half size in order to achieve real-time processing speed (at 15 fps using 
up to 32 views for 3D reconstruction). Figure [5] shows the 3D reconstruction of a colonic surface with the 15 
mm polyp acquired using the rigid phantom. 



Figure 5. 3D reconstruction of a rigid colon phantom surface at a 15 mm polyp in the transverse colon. Top: three 
example images of the polyp from optical colonoscopy (OC). Bottom: 3D reconstructed point cloud from three different 
views. The tracked OC camera positions are plotted using magenta dots (green dots indicate camera viewing direction) 












3.3 Matching with targeted polyp 

After 3D reconstruction of the 15 mm polyp observed at OC, the reconstructed point cloud can be registered 
to polyp surface point clouds extracted from CTC, using a segmentation of the colonic lumen [l^ . Running 
the rigid CPD registration against all polyp locations from CTC could potentially provide a measurement that 
indicates which CTC polyp corresponds to the 3D reconstructed point cloud around the polyp as observed in 
OC. Table [I] shows the result of the cr measurement (square root of for the 8 mm and 15 mm CTC polyp 
and OC point cloud of the 15 mm polyp (as shown in Fig. 0. One can see that a value is 3.9 times higher at 
the incorrect polyp, comparing the correct match between polyps to the incorrect match. 

Table 1. Rigid Coherent Point Drift (CPD) registration of a 3D reconstructed point cloud from optical colonoscopy (OC), 
with two polyp surface point clouds extracted from CT colonography (CTC). The tables show the distance measure a that 
could provide an indication of how well reconstructed OC points and the CTC polyp point clouds are aligned. Absolute 
(7 values are shown on the left, while the right table shows the values normalized with cr value at the correct polyp match 
(colored in green). It shows that at the incorrect polyp, the value of cr is 3.9 times larger. 
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3.4 Matching with other colonic surface structures 

Figure |6] shows a comparison of a value when registering the 3D reconstructed point cloud (15 mm polyp) from 
OC rigidly with other colonic surface structures, such as haustral folds and the targeted 15 mm polyp, extracted 
from CTC. In total, there were 370 surface structures evenly distributed over the colon surface that were used 
for registration. The global minimum of a is correctly located at the surface point cloud extracted from the 15 
mm polyp (cTmin = 0.65). 
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Figure 6. Comparison of a value between 3D reconstructed point cloud from optical colonoscopy (OC) and other colon 
surface structures such as haustral folds and the targeted 15 mm polyp on a short section of transverse colon, extracted 
from CT colonography. Polyp candidates are shown in blue. The correctly matched polyp is shown in red (the 3D 
reconstruction from OC views the polyp from the side as seen in Fig. 0. 


. t • . .} • ♦ 1 • • • : 








♦ ♦ '■■ ^% **}** * *\\ 
. *.:^*-**». -• t. 


A-?-.. 


.V ' 


correct polyp match - 


50 100 150 200 250 300 350 

Surface patch # 



4. DISCUSSION 

Potentially, 3D reconstructions of polyps observed at OC could be matched with corresponding polyps reported 
at prior CTC. This would be useful for the colonoscopist, in order to assess whether the polyp he or she is 


































seeing during the colonoscopic procedure is the same one as reported by the radiologist at prior CTC. Because 
it is known that CTC can miss polyps, by using automatically matched polyps the colonoscopist could more 
confidently determine whether an observed polyp is one previously reported or whether it is new (i.e. false¬ 
negative CTC). 

This phantom study illustrates how automatic polyp matching OC and CTC could be achieved, thus fa¬ 
cilitating localization and verification of polyps detected at CTC. Subsequently, this will facilitate biopsy of 
true-positive pathology and exclusion of false-positive CTC findings. Consequently, it will also likely reduce the 
occurrence of false-negative or missed polyps by colonoscopy, when these have been seen previously at CTC. It 
might also help reduce healthcare costs, patient inconvenience and discomfort. This work assumes that bowel 
motion is relatively constrained (rigid) at the location of the polyp and the majority of perspective shift comes 
from the movement of the colonoscopic camera, which is likely to be true for short periods of time during 
colonoscopy. Potential incorporation of EM tracking data, or a way of automatically measuring the inserted 
length of the colonoscope, could provide a means of distinguishing between other potentially matching OC polyp 
locations with CTC. 
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